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M/s

SLrb ject: - Slrbrll j::iotl oi (]Liolution fbr the SLrpplv ol InstrurncntiArlicle s/Materials 1o the
Cior r \lcdii.rl L.,ll.,gc & Ilospital. NagpLr.

I'he Ltilclcrsigrlecl irlr jtc.l .t.tlc.1 ilLrolations lor the itenrs nrentionecl belolrr,on,rre'erseol lt5 l')L'r'etlclos.'cl statcttlctlt Iol thc LL:c tll'1hc Govt. N{eclical (iollcge & Hospital. Nagpur..,
the tollouing temts & con.liritrns.
l) The pi'rce' ulLloleti sh,rLtl,-l b..'lbr clelir,'er1 to Clollcse & IJospital pr.emises tbr l.cal clealers
and F.O.i{. \agpur lor oLitstclcrs.

?)- fhe Price cluotecl br irlclusiVe of all taxes. ciuties if pal,able like custonrs. excise. CST..ST'" and GST I'he hreak-up ol the taxes shoLrld also be shou.n separatelv u,hereer,,er
llc'ccssar\"'l'hc salcs titx & registration r-rlrnrber shouicl bc cluotecl ir-r r,,our letter. Eremption ol.taxes. if on A.F. Forms etc.be separatelv statecl.

]l l,nt:trial number of the items should not be. changed rvhile quoting rafes. y.L*rar
rllt.rp tlrc rtcnt il'rrot irrtcr.e-tc,.l.
4l l{ates shottlcl be clLlotecl strictlv for the itcm specifled in the Iist ancl lor standarcl qLralitvof goods' Itl case' ol:rltertt:Lte offer. the cletailei specilicatior'ls, pllrlle o1'nranulirctlrrer or.nlalie elc nlLtst itll'at'iab11 be stateci. Specifications other than spccrlrecl in thc. scheclLrlc ira\bc liablc tbr rc-jection orr r-\,en tl-roLrgh lor,r,cst,
-s) fhe cluotation subnritrc'd riill bc. ralici fitr a periocl of One (01) r,ear onlr. ll.ont rhe cjate of
.\..u1'1.111.'a

6) Delircn pcrittcl shoLilcj bc statcci spccrlicallr .Iikc rcaclv stttck or tu,o iiccks or.iirLrruecks etc arlcl should be rllacle iuailable to this storc \\ithin the stipuiatecl perrocl. FailLrres ar.eliable tbr clelist fl-om lirrrher enqLriries.
l) fhe quotation receii'ed aficr clr,tc datc u'ill not be accepted. 'flie qLlotation shor-rld besLlbtllittecl irl sealcd coVet'ancl in separ:rte envelopes labclled clearlY as,oBII) 1-.fechnical,
ancl "BID 2 - Comnterciitl" [-ir-rsealec] cluotations ri'hich arr. uot 1rr,,p.'rl1 r.,,r.A *ill .ot beacccptcd. -fhc 

last or rccci'ir-rg clate ,f rhc clLrolrtion is Dt.'r rce ur\ rrrg otlre or rlrc qLrolatron s Dt.lT pla{cb Q ot_2 Lrpto 3.00 p.nt.8t SLrpplr 01'stores shottlcl be t't-tac'le ir-r one instalnrcr-rt unless orclercd othenlisi: [)ii-....,p,otherr,r isc. I)iecerreal

:tl,l,r'll ]I1' ltl, b: acceptecl. clonc1itio, olaci'ance pa'rrenr throLrgh Ba,li. parrpa)r.lert ercir ill nut hc ace cpte d.
9) .l-he 

price qLlorccl is inclLrsivr- of all
thc bleltliirp of'the larcs sltor_tlcj also be
lcgistlalion nrrntbcr. sitttulcl be clLrotccl
t\clIj|l1i()tl lirl ttt clr'.i, sc;r.11- 11.,1r :tlrlr,tl.
((iontcl. 0n ...2..)

ti'Lxes. cli-rties if pal,able lilte C'r_rstonis/ ErciseiCSl-isT.
sho*,r-r separatelr r.i.here ltecessiir),. I-]re sales tar m,d
in rour lettcr. I--xenrption ol tares on ,r\1i,,, Ocrroi
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10) Quotiitions i1'asked r,r'ith san-rlrles should be accor-npanied if not accompaniecl u,ith
sanlple it \\'ill be liable for rejection even thev are lou'est. Sarrples shotrlcl be sent uith 1
labels attachcd cluotinu our rel-.no of'cncluirr, and ttent no etc.
11) 'l-hc Dean. (iort. I'vleclical College & Ilospital. Naupur cloc.s nctt plcilge ltinrself to
aCCcpi the lotr,esl ()t i-ln_\ rl Llr)tllli\-)11\ lincl |cSeIr'cs tlte Iight o1'acceltl.rnce Or rc.jection clf'artr.
tlLr()tilti()us uhich alrc not irs par th.'spcciticalion or rcqLrircnrcnt .

1l) SLrpplier lt-lLISt clLlr)1. the rates of itents or-rl1 those r,r,hich lte,'shc r,i,ill
displar.',derronstrate anLl sLrl,.lli\ l1'the goocl sLrppliecl are cJil'lerent tion-r the sanrplc clisplal,ecl
ol cheched . order uill bc c.ine L-11cil & no patvment r,rill be clone .

1i) Lit.'rature. IIlslrLlctir)n It'trtr.rrirrl- uorl<ing lcallet etc ntav also be seut \\rith cluotutiun.
l1) I{egistration,'.\t-tthorizrrtion C,ertil'lcate. Sale tar. I1' Retr-rm Certiflcarc. PAN card. GS'f
no Compliance chat't.blochule.f'atalogue. User I-ist submissior-r (r,rherer,,er applicable) along
rl'ith 11r"rotation is nranclctr-)r\ .

I 5) Technical Spc'cificatrons - Conrpliance C-'hart n ith l'ariation/cleviation

16) Ilrclder shoLrld arppll in I Bid l'll('ltNlCLA BID & CON{N4lrRICI-A tslD also nritc
clc'arlr on envelop as'l-E(llJ\lCL.,\ lllD aird ('Ol\4MITRICLA BID in UOLD Leuer. llrcl
sLrbrllittctl sepetratclr in scalecl cover riith rclcrcnce to out'Qucttalton No. on 'l-op ol F.nvclopc
othern'ise thcir clLrotatior-r itot to b.. acce pter,l.

(a) l:irst Bicl ( lcchnical ISid). ShoLrld inclLrciing Rcgistratior.r/.\uthorization C ertitlcatc.
Sale tax, IT'Retr-rrn (lcrtrlrcate. PAN carcl. GST no Conrpliancc chart as per
sltecification. BrochLrre o1'the qLrotes Material as per specilication ri'rite clearll,an
cnvelope as'l'L:C'l INI(lAI- lllD.

(b) Seconcl Ilicl (contn.rcrcial tsrcl). Shoulci include items rate inclr-rding all Tares onlr.

17) \\iilile sr,rbrtritting the bills of good suppliccl. supplicr nrust calculate Lrnit price anrl iinal
r.rrlit plice shor-rld rellect the sar-ne ratc as pel order given b-t'the InstrtLrte. GS"l & other tares
shoLrlcl not be calcLtltrtcci on total prices"

18) .'\lier Opettirtc the tcchnical IID qLralitiecl Biclder nill hare'1o si\.,e clcnronsrralion ot'
eclLiiptllcrlt as rtell as shotr tlteil clLroted itcrrrs to tl()D tirr tcchnical approval as a Tccltnical
('ottttttittee otltcru.isc Ilidclcr uanlcs u()t 10 bc inclr:clr.ci in conrntcrcial hicl.

Gort. \,{cclical College & Ilospital.
NagpLrr

.Details as Below:
Sr.

.\ ()
Narle ol Itcnts

(\rer Specification)
Dept. Price

( InclLrclint (iS l-)
1 F.lectro SLrrgical [,,nit- Cauterr, \lacl.rinc

&ReLrsable C-'apacitrve CoLrpl inu
ENT

NO'l'[:-t)rice ol itenrs r-nrrs1 be clLrotecl ir-iclnsir e ol'all tares.
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DEPARTMENT OF E.N.T.

Technic.al specification: - Electro Surgicat Unit- cauterv Machine&

1' lt should have Microprocessor / microcontroller technology for Monopol'ar and Bipolar surgeries

2. lt should facilitate skin incision with minimalto no scarring and facilitates plasma cut.

3. Displays should be Large & readable from a distance

4' There should be different audible tones to differentiate between Cut, Coag and Bipolar modes
when activated.

5. The active mode setting should illuminate when in use for visual confirmation.

6. lt should give ERRoR codes in case of any Errors & fault in the unit

7. lt should have an easy-to-use ,reset,, function

B' lt should have 2 receptacles each of Hand &Foot control for Monopolar output

9, lt Should be activated either by Foot pedal or Hand control at surgeon's discretion without any
switches or change over in the equipment to do so from any receptacles.

10' There should have an in-built current meter that shows the flow of current in bipolar mode &
indicate tissue dehydration.

11. lt should have defibrillator proof generator & should be denominated on equipment,

12. lt should have Auto Bipolar to provicie automatic activation when the electrode touches tissue,
combined with automatic stop based on the impedeance of the tissue.

13, lt should meet all applicable IEC standards.

14. The High Frequency RF Leakage should be less than L50m A (<150 m A)

15. There should have RS232 & USB communication ports.

16. lt Should have PER >97%for effective output in surgeries.

17. The Monopolar should have a minimum 3 cut modes

a)An adi,anced low cut & high cut Mode'to give scalpel like effect- with constant voltage, which
enables surgeon to cut through the skin with minimal damageto tissue.

b) Pure Cut Mode - Power up to 300 watt

c) Blend Mode- Power up to 200 watts
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18, The Monopolar should have a miniri:*m 4 Coagulation modes including Soft Coagulation up to

19. There should have 3 bipolar modes Micro, Macro & Auto Bipolar up to B0 watts each mode'

20. The E.S, Generators operating frequency should be 400 KHz

21. The Unit should be equipped with cardiac Protective Circuit

22. The Unit should consist of inbuilt SMSPs for safety during Fluctuation

23.TheMachineshouldhavefacilitytosealthevesselsuptoTmm

24. The thermal spread should be less tfran t mm

25. The effective seal should be strong enough to withstand 3 times the systolic blood pressure

26. The Monoploar and bipolar selector switch should be on front panel for smooth change over as

2T.TheMachine should be compatible with all universal lndian / lmported Disposable and reusable

I nstru ments/ accessories.

28. lt should come with following accessories:

1. Electrosurgical Generator- 1

2, AccessorY Shelf Or TrolleY -1

3. MonoPolar Foot Switch- I
4. Bipolar Foot Switch-l
5" Universal AdaPter - 1

6. Disposable nonstick PTFE quoted cautery pencil for open Surgeries - 100 nos

7, S.S. Patient Plate with Cable - I
8. Bipolar ForceP with Cord 1

g. Set of 3 Electrodes - 1 Set i

10. Autoclavable Chuck Handle - 1

when required.

special Note - lt should be US FDA approved under section 510, lso' lEc certification'
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