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Subject: - Subr.nissiort of Quotation fbr the Supplv of InstrurrentiArticles/Materials to the
Govt. Medical College & Hospiral. Nagpur.

Tlie undersigned invited sealed qurotations fbr the items nrentioned belor,r,iorrire\erse
or as per enclosed statement lbr the use olthe Gort. Meclical Ctollege & Hospital. Nagpur on
the fbllowing terms & conditior-is.
1) The prices quoted should be tbr deliven'to Clollege & Hospital premises fbr local dealers
and F.O.R. Nagpur for outsiders.
2) The Price quoted by inclusive of all taxes. dLrties if payable like customs, excise. CST.
S f. and GST. The break-up of the tares should also be shou.r separatell, .nr.hereever
necessarv. The sales tax & registration number shor-rld be quoted in vour letter, Exen-rption of
taxes. if on A.F. Forn-is etc.be separately' stated.
3) The serinl nuntber of the items should not be changed rvhile quoting rates. you lnar,'
drop the item if not interested.
1) Rates should be quroted strictly fbr the item specified in the list and for standard qualitl,
of goods. In case ol alternate of-fer, the detaileci specificatiorls. n.rrrre of manufacturer or
mtrke etc mltst inr.'ariably be stated. Specitications other than specitiecl in the scheclule ntar
be liable fbr rejectiolt on e\/en thougl-r lorvest.
5) TIle cluotation sLrbrritted r,r'ill be valicl fbr a periocl of One (01) lear snly fiom the clate of
Acceptance.
6) Delircn'period sl.ior-rlcl bc statccl specilicalh .like readl,srock or tu,o u,,eeks or fbur
'"l'eeks etc atld should be uade available to tl-ris store r,iitl-rin the stipulated periocl. Failures are
liable tbr delist trom further encluiries.
7) 'fhe quotation received after dr-re date rvill not be accepted. The quotation sl"rould be
subrnitted in sealed cover and in sep:rrate envelopes labelled clearlV as,oBID l- Techniczrl,
and "IIID 2 - commercial" Ur-isealed quotations which are not properlv sealed will not be
acceptcd. 'l'he last or receiving clate of the qr-rotation is Dt. o'{ Q'A2.9-r-rpto 3.00 p.m.8) SLrppll'olstores should be made in one instalment rnl.rr or,1.r..:j otl..,.-*ise. piece.r.real
sLrpplv w'ill not be accepted. Cor-rdition of advance payment tlrrough Bank, partpayment etc.
i,r,'ill not be acccpted.
9) T'he price qr:oted is inciusive of all taxes. dr-rties if payable like Cr:stoms/ Excise/CST/ST
the breakLrp of the taxes should also be shorvn separatelt, rvhere necessarv. The sales tax and
rcgistration ntlmbcr shoLrld be cluoted in vour lctter. Erer-r-rptior-r ol tares on 'AF'/ Octroi
exentption fbrnt etc.is separatelv statecl.
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l0) Quotations if asked witl-i samples should be accompaniecl if not accompanied uirh
sample it \\'i1l be Iiable lor re.iection e\ren thei zrre lorvest. Santples should be sent with a
labels attacl-red quoting our rei.no of enquiry and itern no etc.
1 1) The Dean. Govt. Medical College & Hospital, Nagpr-rr does not pledge himself to
accept the lou'est or anv quotations and reserves the right of acceptance or rejection of anr
quotations which are not as per the specification or requirement .

12) Supplier ntLlst qlrote the rates of items only' those u,hich he/she u,ill
clisplav/dcrronstratc ancl supplr. If the goocl supplied are clitferent iion'r the sarnplc displal,ecl
or checked . order uill be cancelied & no pal,ntent n,ill be dor-re.

13) Literature. Instructron manLral. working leaf'let etc may also be sent uith qLrututiuu.
14) Registrationr'Authorization Certificate, Sale tax" IT Return Certificate. PAN card. GSf
no Compliance chart .brochure .Catalogue. User List submission (u,herer,er applicable) along
u,itl, qr-rotatior-r is mandatory.

15) Technical Specifications - Cor.npliance Chart 'uvith variationicier iation

16) Bidder should appl)'in 2 Bicl - TECHNICLA BID & COMMERICLA BID also rvrite
clearll' on envelop as TECFNICLA RID and COMMIIRICLA BID in BOLD I-etter. Bid
subr-nitted separatell' in seltlcci cover ri,ith rcf'erence to our Qr:otation No. on 'l'op of Er-rvelope
othervn'ise their cprotation r-tot to be accepted.

(a) First tsicl (1'echnical Bid). ShoLrld inclr-rclins Rcgistratior.r,'Autl.iorization Certif-icate.
Sale tar. IT Rclr-rnr Certificate. PAN carcl. (iSl'no C'ompliance chart as per
specification. Ilrochure ol'the qLrotes Nlaterial as per specitication n,r'ite clearlr an
enr clope as 'fEC'l-INICAL Bll)

(b) Second Bid (cor.rtlttercial Bid). Shor-rld inclr-rde iter.ns rate inclr-rdir"ig all Taxes onl1,.

1l) While subn-ritting thc bills of good sLrpplied. supplier must calculate unit price and final
ur-rit price sl-rould reflect the same rate as per order gi',,en by the Institr-rte. GS'l- & other tares
should no1 be calcLrlated on total prices.

18) After Oper-ring the technical BD qLralified Bidcler rvill haie to gire demonstrarion of
ecluipr-nent as well as sltow, their c1-roted iten-is to HOD lor technical approval as a 'feclinical

Clontnrittee otheru,ise Bidc'ler ntlmes not to be inclr-rded in commercial bicl.

Covt. Medical C'olicge & Hospital.
Nagpur

Details as Belory:
Sr.No Name of Items

(As per Specification)
Dept. Price

( InclLrcling GST)
1 Multipara N{onitor uith ETC02 N{eciicine

NO1'F.:-Price olltems must be quoted inclusive of all taxes.
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1. Multiparameter patient monitor, which is suitable for use in operation
theatres, ICU & Wards.

2. Standard configuration of ECG, Respiration, Spo2(MASIMo), NiBp,Temperature
3' Monitor must have parameters of IBp, Masimo ETCo2(Main Stream

Technology)and Masimo,s SpO2
4. Should havel2.l-inch Color LCD Display.
5. Should have duar modes of operation: Toich screen and Rotary knob.6. Should display 7 waveform, o..no..
7. Waveform colour can be changed from screen setup of the corresponding

layout screen.
8. ECG:

F The priority of arrhythmia alarm, iun be configurable

Diagnosis for operation in ICU, OT,s etc

9. Respiration:
) Measurement Range of 0 to 150 breaths per min

) Apnea Monitoring limit range: 10s, 15s, 20s, 25s, 30s, 35s, 40s, 45s,
50s, 55s,60s

10.sPo2:

signal strength bar and plethysmograph
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l I.NiBP:
F Must be of SunTech Medicalrechnology for clinical-grade blood

pressure measurement

12. Should have 2 channels for temperature monitoring
13.Should have data storage capabilities:

o 72 Hours of trend data storage.

o 2000 sets of NIBP measurement data.

o 200 alarm events

o PhysiologicalAlarms can be reviewed with 16 sec of associated
waveform along with other parameter values. Even print out these
waveformswith optional recorder

o 7 leads of ECG waveform disclosure atleast of 1-hour
o Should have facility to transfer the trend data to uSB

l4.The monitor should have Drug dose calculator and oxy-cRG view
screens

l5.Snapshot facility with USB transfer
10 Should have alarm settings for all parameters
11 Should have color coded alarms and alarmspriority can be configurable
12 Should have CNS connectivity
13 Should provide HL7 output
14 Monitor should be able to directly connect with hospital information

system (HlS)

15 Should have Nurse call system

16 Should have DVI port for Slave/External display
17 Should have standby and night mode
18 Should have Li-ion battery
19 Battery should have 3.5 hrs of operation
20 Monitor should be European CE certified
21 Manufacturer should be ISO certified 13485:2016
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